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Abstract

We present terahertz time-domain spectroscopy characterization of various animal tissues obtained from pork and rats. As the sen-
sitivity of terahertz radiation to polar molecules of water is very high, biological tissues with high level of hydration show strong absorp-
tion at terahertz frequencies. The experimental data indicate that skin, fat and lean pork tissues have different frequency-dependent
response to terahertz radiation due to the variation in water content. The same type tissue from different animals, however, is observed

to show very similar water absorption.
© 2005 Elsevier B.V. All rights reserved.
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Terahertz radiation, generally defined by the frequency
range of 0.1-10.0 THz, is an intriguing electromagnetic
wave. Owing to the non-ionizing, non-invasive, coherent
quasi-optic, and phase-sensitive properties, terahertz radia-
tion has wide range applications in spectroscopy, imaging,
and sensing. There has been an increasing interest in using
terahertz time-domain spectroscopy (THz-TDS) to study
systems of biomedical significance, particularly in genetic
analysis, and cancer diagnosis [1-7].

Since many protein and DNA molecules have distinct
signatures in the terahertz spectral region, THz-TDS has
been used to identify various types of DNA from low
frequency vibrational modes toward label free genetic diag-
nosis. Recently, various terahertz imaging techniques have
been developed and demonstrated in the diagnosis of hu-
man and animal tumors. Terahertz pulse imaging (TPI)
has been applied to identify human skin cancer, basal cell
carcinoma (BCC) both in vitro and in vivo [8,9]. By analyz-
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ing the image data from both time-domain and frequency-
domain, the border zone between normal and diseased tis-
sue can be well determined by TPI. Terahertz dark-field
imaging of canine cancerous tissue has been reported which
also demonstrated the promising capability of terahertz
imaging in tumor detection and diagnosis [3].

As well known that water shows strong absorption at
terahertz frequencies (o =200 cm ™! at 1.0 THz) [10,11].
Biomedical tissues with different water content have differ-
ent response to terahertz radiation. The application of
terahertz imaging in cancer diagnosis is based on the fact
that THz-TDS is capable to differentiate between diseased
and normal tissue owing to the variation in water content.
Since cancerous tissue has higher hydration compared to
healthy tissue, it shows increased absorption in the tera-
hertz spectral region. This enables tumor diagnosis using
terahertz imaging modality with reasonably high contrast.

Theoretical simulation has also confirmed that water
plays a major role in distinction between diseased and
normal tissue [10]. Different types of normal tissues, how-
ever, have different water content as well. By looking at
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the transmission properties, one can obtain the terahertz
signatures of various biomedical tissues. In this paper, we
present terahertz transmission characterization of animal
tissues taken from pork and rats. The power absorption
data derived from THz-TDS measurements reveal clear
distinction between different types of tissues.

The THz-TDS experimental setup is illustrated in Fig. 1.
The generation and detection of terahertz electromagnetic
pulses employ photoconductive switching of transmitter
and receiver. Femtosecond, 800-nm optical pulses gener-
ated from a self-mode-locked Ti:Sapphire laser are used
to gate the photoconductive switches. The terahertz setup
has four parabolic mirrors arranged in an 8-F confocal
geometry [12]. The terahertz beam emitted from the GaAs
transmitter is spatially gathered by a silicon lens and then
collimated into a parallel beam by the parabolic mirror,
M;. In order to compress the terahertz beam to a diameter
comparable to the size of small samples, an additional pair
of f=150 mm parabolic mirrors, M, and M3 are placed
midway between the two major parabolic mirrors, M;
and My. The beam is re-collimated after leaving M3 and fo-
cused into another silicon lens at the silicon-on-sapphire
(SOS) receiver end by My. This 8-F confocal system not
only ensures excellent beam coupling between the transmit-
ter and receiver but also compresses the terahertz beam to a
frequency independent diameter of 3.5 mm. The THz-TDS
system has a useful bandwidth of 0.1-4.5 THz (3 mm-67
um) and a signal to noise ratio (S/N) of >10000:1.

Two groups of animal samples are characterized. Group
I includes skin, fat and lean tissue of pork; group II in-
cludes skin and lean tissue of rats. Prior to the THz-TDS
measurements, the tissues were sliced into thin and parallel
slabs with area dimensions of 10 mm x 10 mm after being
frozen for few hours. In order to accurately determine
the sample thickness, as well as the power absorption coef-
ficient, the thawed tissue was gently placed in between two
636-um thick high-quality silicon slabs with a p-type resis-
tivity of 20 Q cm. The tissue thickness was obtained by
measuring the thickness of the silicon-tissue-silicon sand-
wich using a Mitutoyo table-top micrometer and each
thickness data was an average of 10 measurements. In

the THz-TDS experiments, a silicon—air-silicon sandwich
with identical thickness was used as a reference.

Fig. 2 shows the schematic diagram of the reference- and
sample-silicon sandwiches. E..f®) and Eys(w) represent the
Fourier transformed spectra of the transmitted terahertz
pulses from the reference and tissue sample, respectively.
The transmitted time-domain terahertz pulses and the cor-
responding spectra of the reference and the pork tissues are
shown in Fig. 3. The tissue samples characterized here
include fat, skin and lean tissues of pork with thickness
of 1.10, 1.14 and 1.09 mm, respectively. As the results of
optical dispersion and the frequency-dependent absorp-
tion, the terahertz pulses shown in Fig. 3(a) have different
level of broadening, phase shift and amplitude attenuation
as propagated through the tissue samples. Due to high
water content the skin and lean tissues show very weak ter-
ahertz signals that are multiplied by 700 to compare with
the amplitude signal of reference. The fat tissue, however,
owing to very low level of hydration, shows strong trans-
mission signal which is more than two orders of magnitude
higher than that from skin and lean tissues. On the other
hand, we observe that the terahertz signal from skin tissue
is obviously stronger compared to that from lean tissue,
which is also resulted from the difference of water content.
As water absorption increases with increasing terahertz
frequency, the transmission spectra of skin and lean tissues
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Fig. 2. (a) Reference silicon cell made of silicon—air-silicon sandwich; (b)
identical silicon cell filled with animal tissue.

Sample

Fs

SiLens
Laser y

Transmitter
M

Receiver

Ma

Fig. 1. Schematic diagram of the THz-TDS setup with 8-F confocal geometry. The tissue sample to be characterized is placed at the minimum waist

position.
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Fig. 3. THz-TDS curves of pork tissues. (a) Transmitted terahertz pulses
of reference, fat, skin and lean tissues of pork; (b) the corresponding
Fourier-transformed spectra. The thickness of the measured samples is
1.10 mm (fat), 1.14 mm (skin) and 1.09 mm (lean pork), respectively. The
curves are vertically displaced for clarity.

plotted in Fig. 3(b) show very narrow bandwidth, indicat-
ing that such tissues with 1-mm thickness are nearly opa-
que to terahertz radiation at frequencies above 0.7 THz.

The power absorption of the animal tissues is extracted
based on the transmitted pulses. Because of the clear sepa-
ration in time domain between the transmitted and the first
reflected pulse, the multiple reflection effect of the sand-
wiches is ignored in the data analysis. The complex trans-
mission spectra of the reference E..f(w) and the tissue
sample E; (w) are given by:

Eref(w) = Ein(w)tsatas(ik()d); (1)
Eis(@) = Epn(0)tyts(ikd)(—ad /2), (2)

where Ej(w) is the incident pulse spectrum, ko= 27n/lg
and k = 2nn/J, are the wave vectors for air and sample,
respectively; n, is the refractive index of the tissue sample,
d is the sample thickness, g is the free-space wavelength,
and o is the power absorption coefficient of the tissue;
tsa» las, tsi, and t are the Fresnel transmission coefficients
of the terahertz pulses propagating through silicon-air,
air-silicon, silicon-tissue, and tissue-silicon interfaces,
respectively, which are given by t, =2nJ/(1 +ny), t,s=
2/(1 + ny), ty = 2ny/(ns + ny), and ts = 2n/(ns + n,). The 1
and ¢, are the complex, frequency-dependent coefficients
related to the tissue samples.

Fig. 4 shows the power absorption coefficients of the
pork samples. Among different types of the pork tissues,
lean pork shows the highest absorption and the fre-
quency-dependent value is comparable with the previous
measurement of pork-muscle tissue [13]. As being consistent
with the estimation from the time-domain transmitted pulse
and the corresponding spectra, the absorption coefficient of
skin tissue is obviously lower than that of lean pork by an
average of 10%. Compared to skin and lean pork, the fat tis-
sue shows extremely low absorption at terahertz frequencies
due to very low water content. At 0.5 THz, the power
absorption coeflicients of skin and lean pork are all above
100 cm ™', while it is only 15 cm ™' for pork fat. Clearly,
the power absorption coefficient provides a quantitative
response of the tissue samples to terahertz radiation, which
enables the differentiation of various types of biological
tissues using terahertz spectroscopy technique.

We have also carried out THz-TDS characterization of
rat tissues. The experimental procedure was essentially
the same as described above. The tissues were measured
within 24 h of the euthanasia of the six-month-old rats.
The skin and lean tissues with thickness of 0.53 and 0.96
mm, respectively, were characterized. As shown in Fig. 5,
the power absorption coefficients of the rat tissues have
very similar values compared to the results obtained in
pork tissues.

In conclusion, the THz-TDS transmitted time-domain
pulses, the Fourier transformed spectra, and the derived
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Fig. 4. Power absorption coefficients of pork tissues. Measurements are
not considered accurate in the shaded area.
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Fig. 5. Power absorption coefficients of rat tissues. The thickness of the
skin and lean rat tissues is 0.65 and 0.96 mm, respectively.

power absorption coefficients enable the differentiation be-
tween different types of animal tissues. The same type tissue
of different animals, however, shows similar terahertz re-
sponse. The measured lean tissues of pork and rats have
similar value of frequency-dependent power absorption
which is also consistent with the previous data on pork-
muscle. The obvious terahertz signatures observed for
different type of animal tissues further demonstrate the fea-
sibility of using terahertz technology in the biomedical
applications.
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